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ABSTRACT 
The determination of mercury by controlled-potential coulometry in 
presence of CaBr2-concentrations between 0.05 and 1.5 M and HBr-
concentrations between 0.1 and 1.0 M is possible using perchloric acid 
as a basal electrolyte. 
The mercury amounts needed for each determination are ranging 
from ca. 40 mg to 10 ^g. The precision obtainable is better than 0.25 % 
for the higher concentration range, e.g., between 1 and 40 mg. 
The reduction does not need to be completed when plotting log 
i vs t. 
Full automation of the entire analytical procedure, including sampling, 
sample treating, analysis and data processing, seems possible. 
- 3 
TABLJ_OF_CONTJÎNTS 
1. INTRODUCTION 5 
2. EXPERIMENTAL 6 
2.1. Apparatus and reagents 6 
2.2. Procedure θ 
2.3. Preparation of standards θ 
2.4. Measurements on Standard I 9 
2.4.1. Concentration range 10 
2.4.2. Concentration of basal electrolyte 11 
2*5. Measurements on Standard II 12 
2.5.1. Influence of CaBr2­concentration Ί2 
3. OUTLINE OF AN AUTOMATIC SYSTEM I4 
4. DISCUSSION 16 
5. CONCLUSION 19 

1. INTRODUCTION 
Production of hydrogen by nuclear heat ¿ 1 , 1a_7 involves 
certain cycles of intermediate reactions, the most extensive­
ly studied one being the folioving : 
700° 
1) CaBr2 + 2 H 2 0 — £ — > Ca(0H)2 + 2 HBr 
250° 
2) 2 HBr + Hg ·* » HgBr2 + Hg 
200° 
3) HgBr2 + Ca(0H)2 -=--—► CaBr2 + HgO + H20 
4) HgO £22!* Hg + 1/2 02 
The efficiency of any production plant using such a cycle 
vill depend strongly on the yield of the single reactions· 
Analytical control of the reaction products is therefore 
unavoidable· 
Whereas the analytical problems involved vith the hydrogen 
production step vere studied in detail /~2_7# tfte present 
study is dedicated to the HgO-precipitation-and CaBr2-regenera-
tion step (3)· 
From an analytical point of viev this step seems the most 
incomplete one, mainly due to complexation phenomena occurr­
ing in the presence of the virtually high Br*" concentration· 
MARCUS /~3_7 pointed out, that in cases of Br~ concentrations 
2+ 
of n>2 in the presence of n Hg exclusively the complexes 
/""HgBrß^ J? and /~HgBr^7 will °e formed vhereas the formation 
of Hg2+, HgBr+ and HgBr2 vill be negligible. Regarding the 
CaBr2~ concentration, certainly part of the HgBr2 vill escape 
the precipitation and be transferred to the hydrolysis step 
1). 
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Therefore, the residual mercury bromide should be monitored, 
if possible, completely automatically, regarding also the 
relatively high and unstable temperature of the CaBr2- solu-
tion· 
As an analytical method, vhich appears to meet best the 
above mentioned requirements, ve have chosen controlled 
potential coulometry (CPC) using a mercury cathode· We did 
so for the folioving reasons : 
- CPC as an absolute method does not need chemical calibra-
tion and standards ; 
- it vill not suffer from electrode poisoning, passivation 
effects and other surface alterations, as solid electrodes 
necessarily do ; 
- varying temperatures of the samples do not shov unfavour-
able influence ; 
- varying composition of the sample, e.g. increasing or 
decreasing concentrations of CaBr2, Ca(0H)2, HBr are not 
expected to influence the results ; 
- vide concentration ranges betveen 40 mg/ml and 20/ug/ml ; 
- the precision to be obtained (RSD = 0,1 - 0,2 %) 
- regarding the actual design of nov-a-days coulometers 
and the constancy of its cell elements, CPC appears to 
be the most suitable technique for automatization· 
2. EXPERIMENTAL 
2,1· Apparatus and reagents 
The ORNL electronic controlled-potential coulometer 2005-x50 
vas used throughout this study· This instrument is an improved 
version of the one designed by BOOMAN ¿~\_7 a n d n a s °een 
described in more details by LE DUIGOU and LAUER ¿~5j· 
It is designed to supply electrolysis current to the 
electrode system vhile maintaining the potential of the 
vorking electrode - in most cases a mercury electrode -
at some chosen value vith respect to a reference electrode· 
Polarity of the vorking electrode and direction of current 
flov can be chosen to run either reduction or oxidation 
titrations, 
A portion of the current that flovs is integrated electronical­
ly by an integrating operational amplifier such that the 
charge accumulated is a measure of the coulombs that have 
been used· The integral is read out as a voltage vith aid of 
a Xeithley Multimeter· (FIG. 1)· 
The quantity of the substance reduced or oxidized is then 
calculated from the voltage by means of Faraday's lav. 
The reaction vessel used in this study vas designed and is 
used for routine measurements of uranium (FIG· 2)· 
It consists of a 50-ml glass vessel vith a sealed-in platinum 
contact, a plexiglas cap, vhich supports a Radiometer Calomel 
Reference electrode, a separated electrode compartment and 
an argon inlet tube. 
Stirring is provided by a glass disk, about 1 cm in diameter 
and positioned horizontally at the mercury-electrolyte inter­
face, vith a 6 mm glass rod sealed at its center and protrud­
ing through the cap, so that it can be driven by an 1500 r.p. 
m.motor. 
The cell is equipped vith a tvo-vay inlet for argon, vhich 
in a first step deaerates the electrolyte prior to analysis 
and in second step keeps the space over the electrolyte free 
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from penetrating air· 
The mercury used as pool electrode vas a Mercure-Indus tries 
product and is 99,99999 % pure· The argon used for sveeping 
out air from the cell and the electrolyte vas U.P.P. quality· 
Other reagents used, as mercury bromide, calcium bromide and 
several acids, vere reagent grade and used vithout further 
purification· 
2.2« Procedure 
All measurements vere performed in the same vay : 
After pouring 7 ml of mercury and usually 5 ml of the basal 
electrolyte:,, mostly 5 M HCIO4, a potential of - 0,3 V vas 
applied to the mercury electrode and vhile stirring the solu­
tion and sveeping argon through it, the current through the 
cell has alloved to reach its background value, say 30/uA· 
Then the integrator vas zeroed and a small sample, defined 
either by volume or veight, introduced into the cell· The 
argon then vas alloved to pass over the surface of the liquid 
and the electrolysis continued until the background current 
is reached again· The coulombs used are then a direct measure 
of the quantity of mercury reduced· 
2.3. Preparation of standards 
The questions to be ansvered during this study vere the follov-
ing : 
- is it in principle possible to apply CPC to the determina­
tion of mercury? 
- if yes, hov vould complexing agents, as for example CaBr2 
and HBr, influence the reduction? 
- vould it be possible to automate the several steps involved 
vith sampling and measurement, regarding the special condi-
9 -
tions of the system, from vhich the samples are to 
be taken? 
To ansver the first question, an extremely pure mercury-
sulphate solution vas prepared by dissolving a veighed 
amount of 99,99999 % pure mercury in supra-pure nitric 
acid by gentle vanning after covering the mercury by 
double-distilled vater. The mercury solution obtained vas 
fumed tvice vith suprapure sulphuric acid and the solution 
diluted to defined veight and volume (Standard I = 12,76mg 
Hg2+/g or 15,85 mg Hg2+/ml. 
A second standard solution has been prepared from HgBr2, 
suspended in excess in tvice-distilled vater and alloved 
to stand for 3 days at room temperature. The remaining 
excess of HgBr2 vas then filtered off. Cyanometric analysis 
of the solution yielded a value of 2,90 mg Hg/ml, correspond­
ing to 5,21 mg HgBr2/ml or a molarity of 0,0145, value consid­
erably lover than the maximum solubility at 25e of 0,0170, 
given by GMELIN ¿f"7_7· It has been reported, on the other 
hand, that HgBr2-solutions, prepared by heating, after cool­
ing vill contain more HgBr2 due to hydrolysis occurring vhile 
heating and oving to the much higher solubility of HgBr2 in 
even very diluted HBr-solutions /~8_7 (Standard II = 2,9 rag/ml). 
2.4. Measurements on Standard I 
The cell vas prepared as described under 2.2. using 1 M HCIO4 
as basal electrolyte. Weighed amounts of Standard I vere 
introduced and reduced. 
A second series of measurements vere performed introducing 
each 1 ml vith aid of a calibrated pipette. Results are shovn 
in Table 1. 
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T A B L E 1 
Mercury given 
(mg/g) 
10 t270 
Mercury found 
(mg/g) 
10,31 
10,26 
10,27 
10,28 
10,27 
10,26 
10,28 
10,25 
10,27 
X « 10 ,27 2 
RSD*= 0,17% 
Mercury given 
(mg/ml) 
12,7«1 
Mercury found 
(mg/ml) 
12,81 
12,77 
12 ,79 
12,81 
12 ,82 
12 ,84 
12,78 
12 ,80 
12,75 
χ = 12 ,79 
RSD*= 0,19% 
2.4.1· Concentrât ion range 
The ORNL Automatic Coulometer has been designed for measure­
ments in the Milligram range. Nevertheless, stepvise amplifi­
cation is possible and uranium amounts as lov as 9/ug have 
been determined successfully /"~9_7· 
Maximum capacity of our integrator is equal to about 40 mg 
of mercury. Diluting standard I a series of measurements has 
been performed dovn to a total amount of about 12/ug of mercury, 
1 M HCIO4 vas used as a basal electrolyte. Results are s hovn 
in Table II. 
♦ RSD (Relative Standard Deviation) = * 1 0 0 
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T A B L E II 
Amplification 
1 χ 1 
1 χ 1 
1 χ 10 
10 χ 10 
10 χ 100 
Mercury given* 
(mg) 
3 8 , 2 8 
1 2 , 7 6 
1 ,276 
0 ,128 
0 , 0 1 3 
χ 
3 8 , 3 9 
1 2 , 8 3 
1 ,289 
0 , 1 2 9 
0 , 0 1 4 
η 
6 
5 
5 
5 
5 
RSD 
( « 
0 , 1 7 
0 , 1 4 
0 , 1 8 
0 , 2 0 
2 , 2 
Basal 
electrolyte 
1 M HCIO4 
* Values approximatively defined by diluting Standard I. 
2.4.2. Concentration of basal electrolyte 
Sulphuric acid and perchloric acid due to their indifferent 
chemical nature are favorite basal electrolytes in controll-
2+ 
ed-potential coulometry. Regarding the high Ca - concentra­
tion of our actual samples, perchloric acid has been chosen 
as basal electrolyte. The concentration of the basal elec­
trolyte very often influences both reduction potential and 
completeness of reaction· Hence, 1-ml-amounts of standard I 
vere reduced varying the concentration of perchloric acid 
from 0.5 M to 5 M (Table III). 
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T A B L E III 
Mercury given 
12,76 
12,76 
12,76 
12,76 
12,76 
12,76 
HC104 
0,5 
1,0 
2,0 
3,0 
4,0 
5,0 
n 
6 
5 
6 
6 
6 
6 
X 
(mg) 
12,81 
12,83 
12,78 
12,80 
12,79 
12,83 
RSD 
0,17 
0,14 
0,18 
0,15 
0,17 
0,14 
Considering the mercury reduction not influenced by 
varying HCIO4 concentrations, ve decided to perform 
all further measurements in 5 M HCIO*. 
2.5. Measurements on Standard II 
A series of measurements has been performed on 1 ml-
aliquotes of standard II yielding χ = 2,93 (theoretical 
values = 2,90 mg Hg) and RSD = 0,22 %, 
Obviously a small positive bias occurred during the 
measurements, oving probably to certain differencesin 
the analytical techniques employed, e.g., the cyanometric 
technique and CPC. 
2.5.1. Influence of CaBrg-concentration 
Several CaBr2-solutions, varying in concentration betveen 
10 and 30 % (wA) previously saturated vith Ca(0H)2 vere 
prepared. 
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1 ml-Aliquots of Standard II vere introduced into the 
cell, (containing 5 M HCIO^ as basal electrolyte), added 
the appropriate amounts of CaBr2-solution and mixed by 
bubbling through argon. Table V shovs the results. 
T A B L E V 
CaBr2 
(M) 
0,05 
0,15 
0,25 
0,75 
1,5 
Mercury given 
(mg) 
2,90 
2,90 
2,90 
2,90 
2,90 
Mercury found 
(mg) 
2,92 
2,93 
2,94 
2,95 
2,93 
n 
5 
5 
5 
5 
5 
RSD 
0,21 
0,19 
0,17 
0,19 
0,20 
2.5*2. Influence of free HBr 
Without attempting to decide vhether or not free HBr 
may occur under operation conditions, its possible 
presence has to be considered from an analytical point 
of viev. 
Using a calcium bromide solution containing no Ca(0H)2 
for maintaining a constant CaBr2-concentration level 
(1,5 M) the influence of increasing amounts of HBr on 
the determination of 1 ml-aliquots Standard II vas 
investigated. Results are shovn in Table VI. 
14 -
T A B L E VI 
HBr 
(M) 
0,1 
0,5 
1,0 
CaBr,> 
(M)2 
1,5 
1,5 
1,5 
Mercury given 
(mg) 
2,90 
2,90 
2,90 
Mercury found 
(mg) 
2,93 
2,95 
2,95 
n 
5 
5 
5 
RSD 
0,22 
0,16 
0,19 
3. OUTLINE OF AN AUTOMATIC SYSTEM 
An attempt has been undertaken outlining roughly the pos­
sibilities of a system that enables fully automatic sampl­
ing, sample treatment, coulometric analysis and evaluation 
of data obtained. 
Of course, this first attempt is far from being complete 
and perfect and closer studies of the design problems vill 
be necessary. 
Roughly, the sequence of operation could be the folioving: 
(See also FIG. 3). 
- The central programming unit (CPU) activates the coulo-
meter vhich starts reduction, in order to clean the vessel 
and the surface of the mercury cathode. At some pre-determin-
ed value, say 30/uA of background current, the coulometer 
stops and the argon stream is svitched to blov on the basal 
electrolyte surface using a magnetically operated tvo-vay 
valve. 
- CPU opens an electromagnetic valve attached to the loop 
alloving to flov a portion of the sample into the expansion 
vessel. 
15 
After appropriate expanding and cooling and diluting 
the sample is forced into the sampling system by means 
of a small pump. 
The sampling system takes an aliquot of the sample and 
injects it into the cell. A similar sampling system vas 
just recently described by ROSSI and PICKFORD /"loJ7 
for automatic sampling and sample injection, applied to 
the problem of high purity vater analysis by flameless 
atomic-absorption spectroscopy. 
The coulometer is svitched on and electrolysis proceeded 
until the background current (30/uA) is reached. 
The voltage accumulated by integrating the electrolysis 
current is supplied to the CPU, thus zeroing the integrator 
for the next measurement. The values obtained for single 
determinations are to be compared automatically to given 
nominal values. Large deviations from these values may 
trigger an immediate repetition of the measurement and/or 
may operate an alarm system. 
CPU operates the pump in order to remove the basal elec­
trolyte from the cell and causes the injection of fresh 
basal electrolyte into the cell. 
Finally the argon valve is svitched to bubble argon 
through the basal electrolyte and the system is ready 
for the next cycle. 
- 16 
4. DISCUSSION 
Obviously Chemical parameters hitherto considered do not 
influence the determination of mercury in Br"* containing 
complexing media. 
The relative standard deviations obtained are somevhat 
higher than the optimum values of about 0,05 % vhich are 
to be obtained in high precision coulometry, they agree, 
hovever, veil vith average values observed in routine 
measurements. 
More critical is the somewhat embar as singly long time 
needed for the accomplishment of the electrolyte process. 
Here remedial measures are possible paying a closer look 
to the fundamentals governing the electrode reactions« 
leeping the potential of the vorking electrode constant, 
the current at the time t vill be : 
it - n F (~) « n . F . N . D . q/v.<5 ( D 
Alt 
-rr = number of moles reacting each second at the electrode 
surface 
D = Diffusion coefficient 
q = electrode surface 
v = volume 
6 » thickness diffusion layer 
N = number of moles 
and correspondingly iQ, the current at the beginning of 
the electrolysis is : 
i0 = n . F . N0 . D . q/v4 (2) 
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Hence, the current at any time t is proportional to the 
number of moles of substance not yet reacted. 
Since the transport of depolarizator to the electrode 
surface is diffusion controlled, dN/dt is also approx­
imately : 
g * N.D.q/νΛ (3) 
vhich yields : 
and : 
-5 - & · * <«> 
N = N 0 . e-D*q't/v"J (5) 
combined vith equations (1) and (2) it is 
vhere k is : 
it . i0 . e"*·* (6) 
I * D.q/v.4 (7) 
From ( 6 ) it becomes evident that i^ decreases exponential­
ly. Plotting log i vs t a straight line is obtained vhich 
yields I. This behaviour has been experimentally verified 
(11) . The equations (7 ) and (8) shov, hov shorter elec­
trolysis intervals may be obtained. As the constant K is 
directly proportional to q/v, high stirring rates vill 
decrease and higher temperature vilD^ncrease D, hence decreas· 
ing t. 
18 
Moreover, it is not necessary to accomplish the reduction 
process dovn to its background current. The amount of 
electricity used is defined as : 
Q = Γ io . e"rt . dt = 1^2,303.1 (8) 
o 
and may be determined simply by plotting log i vs t. Then 
i0 is the intersection vith the ordinate and Κ the slope. 
Therefore, only a short interval must be recorded. Extrapo­
lation and evaluation of data could be performed automatical­
ly. 
A second point of interest is the concentration range to be 
covered. The currently used ORNL coulometer vill vork vith 
agreeable accuracy between 40 mg/ml and 10/ug/ml or 0.2 M 
—5 to 5 · 10 M respectively. The nev GOKA coulometer, designed 
at the KFA Karlsruhe for vork in the lov concentration range, 
vill reach 5.10*"6 M, but is limited to about 0,02 M (4 mg) 
as maximum capacity. 
Only a fev potentiostat-coulometers are recently offered 
on the market and they seldom meet the special requirements 
vanted by the customer. 
It is therefore understandable that people, interested in 
this branch of electroanalytical chemistry, usually attempts 
to construct their ovn coulometer. To our knovledge, high 
precision coulometers vere built and are currently in use 
at CEA Fontaney-aux-Roses /~12_7, BCMN Geel /~13_7 and the 
Lavrence Radiation Lab., Livermore, Calif. /~6__7. With special 
effort it is possible to extend the concentration range over 
tvo more orders of magnitude and to lover the relative stand­
ard deviation to 0.01 %m 
- 19 
5. CONCLUSION 
The determination of mercury by controlled-potential coulometry 
in presence of CaBr2-concentrations betveen 0,05 and 1,5 M and 
HBr-concentrations betveen 0,1 and 1,0 M is possible using 
perchloric acid as a basal electrolyte. 
The mercury amounts needed for each determination are ranging 
from ca. 40 mg to 10/ug. The precision obtainable is better 
than 0,25 % for the higher concentration range, e.g., betveen 
1 and 40 mg. 
The reduction does not need to be completed vhen plotting log 
i vs t. 
Full automation of the entire analytical procedure, including 
sampling, sample treating, analysis and data processing, seems 
possible. 
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